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ABSTRACT — The performance of the most commonly used
metal antennas close to the human body is one of the limiting
factors of the performance of bio-sensors and wireless body area
networks (WBAN). Due to the high dielectric and conductivity
contrast with respect to most parts of the human body (blood,
skin, ...), the range of most of the wireless sensors operating in
RF and microwave frequencies is limited to 1-2 ¢cm when
attached to the body. In this paper, we introduce the very novel
idea of liquid antennas, that is based on engineering the
properties of liquids. This approach allows for the improvement
of the range by a factor of 5-10 in a very easy-to-realize way, just
modifying the salinity of the aqueous solution of the antenna. A
similar methodology can be extended to the development of
liquid RF electronics for implantable devices and wearable real-
time bio-signal monitoring, since it can potentially lead to very
flexible antenna and electronic configurations.

Index Terms — Liquid antennas, bio-monitoring, wireless body
area networks.

1. INTRODUCTION

The explosive growth of the biosensors and health-related
wearable monitoring devices has accentuated the need for
miniaturized, high-efficiency conformal materials that can
operate over a wide range of frequencies, while they can be
integrated in wearable and lightweight configurations. One of
the major issues for the implementation of Wireless Body
Area Networks (WBAN) of these devices is the very limited
range of commonly used metal antennas. Due to the high
dielectric constant (Table 1) between the metal antenna
material (as well as the metal-based circuitry) and the human
body tissues consisting mostly of “ionized-water”, the near-
field is significantly disturbed, while local reflections due to
the dielectric mismatch cause unwanted distortion in the
reading image, that may require extensive reconstruction to
produce a sufficient quality for accurate analysis. Current
forms of bio-monitoring are invasive in that they involve the
application of stimulation currents by attaching electrodes
directly to the body or skin, posing the risk of harming the
immediate and surrounding tissue due to electrolysis at the
electrode-tissue interface.

The goal of the liquid antenna is the same. Since the
electrical properties of the body vary with tissue type,
temperature, water content, organ movement and blood flow,
it is possible that the resulting variation of a liquid antenna’s
radiation pattern with inhomogeneous dielectric properties can
be used to communicate information about a person’ health
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condition such as body temperature, tissue damage, tumors,
inflammation and breathing. Like other bio-sensing devices,
to detect internal bio-activities based on the dielectric and
conductive properties of tissue, the microwave signal must be
able to penetrate into the tissue posing the need to utilize
liquids with a high dielectric constant in order to better focus
and direct the electromagnetic energy.

The idea of a liquid antenna was explored as early as 1970
where Ting and King [1] proved theoretically that dielectric
filled tubes become resonant at specific frequencies. Ida [2]
demonstrated the dependence of the efficiency bandwidth on
the permittivity of the dielectric surrounding a metal
conductor. This dielectric slows the velocity of the
electromagnetic energy and leads to physically smaller than
the purely metallic thin-wire counterparts for the same
frequency. In this paper, we propose for the first time the
development of liquid antennas, based on aquous salt

TABLE 1 [3]
DIELECTRIC PROPERTIES @ 1.5-2.0GHz

Metal g =1
Blood |g,=58
Skin |g,=37.5

solutions, operating in microwave frequencies (around
1.7GHz) with significantly improved range and efficiency
characteristics, as well as a much simpler and flexible
fabrication mechanism. Encapsulating the proposed liquid
antennas in flexible plastic containers makes them quite easily
wearable or implantable in the proximity of human organs or
biomonitoring devices (e.g pacemakers) in order to enable
short-range wireless communication/control. In addition,
corrosion resistance is another advantage of the ionic-liquid,
glass/plastic-enclosed antennas, while the easy elimination of
air gaps permits shape manipulation and an improved
electromagnetic coupling between the probe and the probed
dielectric. Since the dielectric property and the conductivity of
these solutions are a function of the salinity level as well as of
the type of the dissolved salt, these antennas can be easily
reconfigured for different areas of mounting/observation.
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II. ELECTRICAL PROPERTIES OF WATER SOLUTIONS

A. Electrical properties of water

A Liquid water is a dielectric and a conductor that self
ionizes (H,0> H"+OH™). As a dielectric, the finite

charge displacement (rotation) of the polar molecules
occurring under an electric field is referred to as Maxwell
Displacement current. The electrical conduction (collective
translational charge movement) occurring in water is not very
well understood due to the very complex structural properties
of water having to do with the transfer of hydrated water ions

(hydronium H30, and hydroxide OH ™). between various
water clusters or chains held together by hydrogen bonds [4].

Adding salt to water is believed to break the structure of
water clusters, freeing molecules which in turn have a lower
relaxation time, thus causing an overall depolarizing effect in
the bulk solution. As the salt concentration increases more,
the salt ions reduce the amount of free molecules, eventually
causing the relaxation time to decrease again. The overall
effect is that adding salt increases the loss due to the drift of
ions (conductive loss) and decreases the dielectric constant of
water.

When the water (or electrolyte) is biased with electrodes of
opposite polarity, the negative electrode attracts the hydrogen
atoms while the positive electrode attracts the oxygen atoms.
This accelerates the ion transport mechanisms and results in
the electrolysis process at the solid/solution interface where
0, is produced at the anode and H, is produced at the cathode.
These processes occur at a potential limit that depends on the
electrode materials [5-11]

B. Feeding Process

At low frequencies, within a particular potential range, the
method of charge injection can be a non-faradic process that
involves an increase or decrease in water ion concentration at
the liquid-electrode (adsorption and desorption) and charge
polarization (electrical double layer capacitance) at the liquid-
electrode interface but no charge transfer between the liquid
and electrode. This is undesirable since the electrical double
layer blocks the electric field from the bulk solution and
prevents the electric field from coupling to the bulk liquid
which is to serve as the conducting antenna element. At
higher frequencies, a reversible faradic process may occurs
via charge transfer at the interface (oxide formation and
reduction) in addition adsorption and desorption of water ions.
Since the polarity alteration of the electrodes must cycle
rapidly at some resonant frequency, a reversible electrode
process is necessary whereas, in the case of an irreversible
process, the alternating potential would result in the
accumulation of solids or gasses onto the electrode surface
over time [5-11].
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It is desirable to use electrode materials which are non-
corrosive, chemically stable, biocompatible and non-toxic so
that they will not induce an immune response on the skin or
tissue. Additional material-specific characteristics relate to
surface morphology and microstructure, extrinsic exchange
density, and adsorption behavior (which can be controlled
using coatings). Examples of such materials are platinum,
gold, and titanium nitride.

C. Antenna Liquid Container

The liquid must be encapsulated in a flexible, non-
corrosive, bio-compatible, non-toxic container. Kynar PVDF
is a tough, flexible, heat and chemical resistant plastic with an
g of around 8.4. It is available in two grades, the
Homopolymer Kynar, which is the semi rigid grade, and the
Co-polymer Kynar, which is the flexible grade.

1II. BENCHMARKING STRUCTURE SIMULATIONS

To characterize the performance of a liquid antenna, we
performed extensive simulations for the structure shown in
Fig.1. The bracelet-type liquid antenna consisting of a 2.8M
aqueous salt solution (€, = 38) inside a very thin plastic tubing
container having a tube radius of 2.5 mm. The bracelet was
excited using two electrodes on both sides of the slot) and
mounted on various positions of an inhomogeneous multilayer
cylinder emulating the human body. This cylinder with the
length of 250mm (similar to the lower arm) was composed by
two materials: for the inner cylinder with radius r = 24mm, the
material was blood with dielectric constant 58 and
conductivity 1.2 S/m, while for the outer cylindrical ring the
material was skin with dielectric constant 37.5 and
conductivity 0.6 S/m. The simulation was performed at the
central frequency of 1.7 GHz.

Fig. 1. Wearable liquid antenna bracelet around the lower-arm
phantom

Numerous TLM (time-domain) simulations were performed
for this structure and the comparative results between a metal
(copper) antenna of the same physical size mounted at the
same position (30mm from the edge) with liquid antenna are
shown in Figs.2(a),(b). It can be clearly seen that the liquid
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